[Use of x-ray microanalysis and scanning electron microscopy to determine reactivity to the Weller endoprosthesis by body parts].
The long-term immunity against penetration of alloy components from the Weller stem into the bone cement and bone tissue has been investigated. No alloy elements (Co, Cr, Mo) contamination within cement or bone tissue has been observed in patients included in this study. The method employed proved valuable for chemical analysis within microareas of the hip after arthroplasty.